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    It may be also possible to increase sensitivity and penetration depth still further. For instance by fabricating 
sensors using polymers of lower optical absorption to improve finesse [9] or of lower Young’s modulus to increase 
compliance. This would allow even deeper imaging and enable still more challenging applications such as the non-
invasive clinical assessment of breast tumours. 
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